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The guidance provided in this letter is for healthcare providers and Medtronic representatives and applies to the following 
Medtronic device models:   

 

This Standard Letter addresses Dental Procedures: 
Dental procedures - Dental equipment, such as ultrasonic scalers, drills, and pulp testers, poses no risk of electromagnetic 
interference. Keep a cardiac device at least 15 cm (6 in) away from magnets, such as magnets found in dental office pillow 
headrests. 

PATIENT MANAGEMENT GUIDANCE   
This document is useful to health care professionals who perform medical procedures on patients with Medtronic implanted 
cardiac device systems and who consult with the patients’ cardiologists.   

Labeling 

CONCERTO® II CRT-D D274TRK Clinician Manual. Manual Document Number: M950676A001 2014-02-12 REV. C, 
www.medtronic.com/manuals  

CONSULTA® CRT-D D204TRM Clinician Manual. Manual Document Number: M950957A001 2014-02-12 REV. C, 
www.medtronic.com/manuals  

CONSULTA® CRT-D D224TRK Clinician Manual. Manual Document Number: M950677A001 2014-02-12 REV. C, 
www.medtronic.com/manuals 

Non MRI Conditional Device Model Name, Model Number, Description 
Protecta™ XT DR D314DRG Digital dual chamber implantable cardioverter defibrillator (DDE-DDDR) 
Protecta™ XT DR D314DRM Digital dual chamber implantable cardioverter defibrillator (DDE-DDDR) 
Protecta™ XT CRT-D D314TRG Digital implantable cardioverter defibrillator with cardiac resynchronization therapy (DDE-DDDR) 
Protecta™ XT CRT-D D314TRM Digital implantable cardioverter defibrillator with cardiac resynchronization therapy (DDE-DDDR) 
Protecta™ XT VR D314VRG Digital single chamber implantable cardioverter defibrillator (VVE-VVIR) 
Protecta™ XT VR D314VRM Digital single chamber implantable cardioverter defibrillator (VVE-VVIR) 
Protecta™ DR D334DRG Digital dual chamber implantable cardioverter defibrillator (DDE-DDDR) 
Protecta™ DR D334DRM Digital dual chamber implantable cardioverter defibrillator (DDE-DDDR) 
Protecta™ CRT-D D334TRG Digital implantable cardioverter defibrillator with cardiac resynchronization therapy (DDE-DDDR) 
Protecta™ CRT-D D334TRM Digital implantable cardioverter defibrillator with cardiac resynchronization therapy (DDE-DDDR) 
Protecta™ VR D334VRG Digital single chamber implantable cardioverter defibrillator (VVE-VVIR) 
Protecta™ VR D334VRM Digital single chamber implantable cardioverter defibrillator (VVE-VVIR) 
SECURA™ DR D204DRM Digital dual chamber implantable cardioverter defibrillator (DDE-DDDR) 
CONSULTA® CRT-D D204TRM Digital implantable cardioverter defibrillator with cardiac resynchronization therapy (DDE-DDDR) 
SECURA™ DR D224DRG Digital dual chamber implantable cardioverter defibrillator (DDE-DDDR) 
CONSULTA® CRT-D D224TRK Digital implantable cardioverter defibrillator with cardiac resynchronization therapy (DDE-DDDR) 
SECURA™ VR D224VRC Digital single chamber implantable cardioverter defibrillator (VVE-VVIR) 
VIRTUOSO® II DR D274DRG Digital dual chamber implantable cardioverter defibrillator (DDE-DDDR) 
CONCERTO® II CRT-D D274TRK Digital implantable cardioverter defibrillator with cardiac resynchronization therapy (DDE-DDDR) 
VIRTUOSO® II VR D274VRC Digital single chamber implantable cardioverter defibrillator (VVE-VVIR) 
SECURA™ VR D204VRM Digital single chamber implantable cardioverter defibrillator (VVE-VVIR) 
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SECURA™ DR D204DRM Clinician Manual. Manual Document Number: M950958A001 2013-04-12 REV. B, 
www.medtronic.com/manuals   

SECURA™ DR D224DRG Clinician Manual. Manual Document Number: M950692A001 2013-04-12 REV. B, 
www.medtronic.com/manuals  

SECURA™ VR D204VRM Clinician Manual. Manual Document Number: M928148A001 2013-04-12 REV. B, 
www.medtronic.com/manuals   

SECURA™ VR D224VRC Clinician Manual. Manual Document Number: M928143A001 2013-04-12 REV. B, 
www.medtronic.com/manuals   

VIRTUOSO® II DR D274DRG Clinician Manual. Manual Document Number: M950695A001 2013-04-12 REV. B, 
www.medtronic.com/manuals 

VIRTUOSO® II VR D274VRC Clinician Manual. Manual Document Number: M932642A001 2013-04-12 REV. F, 
www.medtronic.com/manuals  

Protecta™ XT CRT-DD314TRM Clinician Manual. Manual Document Number: M950687A001 2020-02-20 REV. D, 
www.medtronic.com/manuals 

Protecta™ CRT-D D334TRM Clinician Manual. Manual Document Number: M950683A001 2020-02-20 REV. D, 
www.medtronic.com/manuals 

Protecta™ XT CRT-D D314TRG Clinician Manual. Manual Document Number: M950686A001 2020-02-20 REV. D, 
www.medtronic.com/manuals  

Protecta™ CRT-D D334TRG Clinician Manual. Manual Document Number: M950682A001 2020-02-20 REV. D, 
www.medtronic.com/manuals  

Protecta™ XT DR D314DRM Clinician Manual. Manual Document Number: M950689A001 2020-02-20 REV. D, 
www.medtronic.com/manuals   

Protecta™ DR D334DRM Clinician Manual. Manual Document Number: M950685A001 2020-02-20 REV. D, 
www.medtronic.com/manuals  

Protecta™ XT DR D314DRG Clinician Manual. Manual Document Number: M950688A001 2020-02-20 REV. D, 
www.medtronic.com/manuals  
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Protecta™ DR D334DRG Clinician Manual. Manual Document Number: M950684A001 2020-02-20 REV. D, 
www.medtronic.com/manuals 

Protecta™ XT VR D314VRM Clinician Manual. Manual Document Number: M930567A001 2020-02-20 REV. D, 
www.medtronic.com/manuals  

Protecta™ VR D334VRM Clinician Manual. Manual Document Number: M936852A001 2020-02-20 REV. E, 
www.medtronic.com/manuals  

Protecta™ XT VR D314VRG Clinician Manual. Manual Document Number: M930568A001 2020-02-20 REV. E, 
www.medtronic.com/manuals   

Protecta™ VR D334VRG VA Clinician Manual. Manual Document Number: M952368A001 2020-02-20 REV. D, 
www.medtronic.com/manuals 

Additional comments 
For further information please contact the following: 

Technical questions:  Medtronic Technical Services can answer additional questions regarding these device operations. 
Device labeling: For additional device-specific guidance, consult the labeling associated with the device available on the 
Medtronic Manual Library website at www.medtronic.com/manuals 

How to contact U.S. CRM Technical Services:  Email: tshelp@medtronic.com  
Pacemakers: (800) 505-4636, ICDs: (800) 723-4636, Programmer Support: (800) 638-1991. 

This information is verified for devices approved in the U.S. and may differ by country. For product-specific information on device 
operation and indications for use, reference the appropriate product labeling.  
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